False negative hyperglucosuria test-strip reactions in laboratory mice.
Inhibition of a variety of commercial test strips for hyperglucosuria was experienced in laboratory mice. All mouse strains tested were found to have sufficiently high levels of ascorbic acid to cause inhibition, and male levels were higher than those of females. A regime to obtain optimum detection of positive results is discussed.